Alberta  Heritage  Foundation 
for  Medical  Research 


Functional  diagnostic 
imaging  in  epilepsy 


Paula  Corabian,  David  Hailey 


August  1998 


Digitized  by  the  Internet  Archive 
in  2015 


https://archive.org/details/functionaldiagnoOOcora 


Functional  diagnostic 
imaging  in  epilepsy 


Paula  Corabian,  David  Hailey 


August  1998 


©  Copyright  Alberta  Heritage  Foundation  for  Medical  Research,  1998 


This  Health  Technology  Assessment  Report  has  been  prepared  on  the  basis  of  available 
information  of  which  the  Foimdation  is  aware  from  public  literature  and  expert  opinion,  and 
attempts  to  be  current  to  the  date  of  publication.  It  has  been  externally  reviewed.  Additional 
information  and  comments  relative  to  the  Report  are  welcome,  and  should  be  sent  to: 

Director,  Health  Technology  Assessment 

Alberta  Heritage  Foundation  for  Medical  Research 

3125  ManuUfe  Place,  10180  -  101  Street 

Edmonton 

Alberta  T5J  3S4 

CANADA 

Tel:  403-423-5727,  Fax:  403-429-3509 


ISBN  1-896956-10-6 


Alberta's  health  technology  assessment  program  has  been  established  under  the  Health 
Research  Collaboration  Agreement  between  the  Alberta  Heritage  Foimdation  for  Medical 
Research  and  the  Alberta  Health  Ministry. 


Acknowledgements 

The  Alberta  Heritage  Foundation  for  Medical  Research  is  most  grateful  to  the  following  persons 
for  their  comments  on  the  draft  report  and  for  provision  of  information.  The  views  expressed  in 
the  final  report  are  those  of  the  Foundation. 

Ms.  Elizabeth  Adams,  Technology  Assessment  Program,  Department  of  Veterans  Affairs, 
Boston 

Dr.  M.  Javidan,  University  of  Alberta  Hospital,  Edmonton 

Dr.  Kenneth  D.  Laxer,  Northern  California  Comprehensive  Epilepsy  Centre,  San  Francisco 

Dr.  Mary  Anne  Lee,  Foothills  Provincial  General  Hospital,  Calgary 

Dr.  Devidas  Menon,  Institute  of  Pharmaco-Economics,  Edmonton 

Dr.  Jose  Conde  Olasagasti,  Agenda  de  Evaluacion  de  Technologias  Sanitarias,  Madrid 


Contents 

Summary  -  1 

Introduction.  1 

The  nature  of  epilepsy  4 

Diagnostic  investigations  for  presurgical  evaluation  of  patients  with  medically  refractory  epilepsy  4 

Epilepsy  in  Alberta  5 

FDI  techniques  6 

Indications  of  efficacy  of  FDI  methods  in  epilepsy  7 

PET  in  epilepsy  7 

MRS  in  epilepsy  12 

Fimctional  MRI  in  epilepsy  15 

MEG/MSI  in  epilepsy  16 

Methodological  quality  of  primary  studies  included  in  the  review  18 

Cost  and  access  considerations  19 

Discussion  20 

References  39 

Appendix  A  :  Methodology  21 

Appendix  B:  Quality  of  studies  22 

Appendix  C:  Description  of  FDI  technologies  23 

Appendix  D:  Studies  of  FDI  methods  in  management  of  epilepsy  28 

Table  1:  Comparison  of  functional  diagnostic  imaging  technologies  3 

Table  2:  Comparative  data  on  the  diagnostic  accuracy  of  PET,  SPECT  and  MRI  as  judged  by  EEC  10 

Table  3:  Studies  on  the  use  of  PET  for  epilepsy  29 

Table  4:  Studies  on  the  use  MRS  for  epilepsy  34 

Table  5:  Studies  on  the  use  of  MEG  for  epilepsy  37 


Summary 


•  The  functional  diagnostic  imaging  (FDI)  methods  positron  emission  tomography 
(PET),  magnetic  resonance  spectroscopy  (MRS),  fimctional  magnetic  resonance 
im.aging  (fMRI)  and  magnetoencephalography  (MEG)  when  used  with  MRI  as 
magnetic  source  imaging  (MSI)  have  all  been  considered  as  potential  tools  in  the 
management  of  patients  with  medically  refractory  epilepsy  (MRE). 

•  All  are  high  cost  technologies  and  their  availability  will  be  limited.  They  may  be 
applied  to  many  other  conditions. 

•  In  the  clinical  situation,  aU  would  be  used  as  complementary  techniques  to  anatomical 
imaging  methods  such  as  MRI,  and  would  increase  costs  of  management. 

•  The  potential  role  of  all  these  techniques  in  epilepsy  would  be  in  diagnosis  and  work- 
up of  patients  with  MRE,  who  have  no  evidence  of  lesions  on  MRI  or  other  anatomical 
imaging  methods.  Possibly  50  to  100  such  patients  per  year  in  Alberta  might  benefit 
from  use  of  FDI  methods. 

•  MEG  has  been  studied  for  many  years  as  a  method  for  use  in  epilepsy,  but  remains  in 
the  developmental  stage  with  its  clinical  role  yet  to  be  defined. 

•  MRS  provides  imique  information  on  cerebral  metabolism  but  it  is  not  established  as  a 
method  in  management  of  epilepsy. 

•  fMRI  is  a  promising  technology  for  application  to  epilepsy,  but  at  this  stage  remains  a 
research  tool. 

•  PET  has  advantages  over  existing  functional  imaging  methods  in  terms  of  accuracy  of 
localization  of  lesions  in  patients  with  MRE.  However,  it  has  not  yet  been  able  to 
replace  other  technologies,  and  is  not  helpful  for  many  patients  with  non-temporal 
lobe  epilepsy. 

•  Of  the  FDI  methods  considered,  only  PET  has  a  potential  place  in  routine 
management  of  some  epilepsy  patients.  Further  work  would  be  needed  to  define  its 
role  and  economic  costs  and  benefits. 
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Introduction 


This  report  has  been  prepared  as  part  of  a  project  to  assess  the  role  of  high  cost 
functional  diagnostic  imaging  (FDI)  and  related  methods  in  routine  health  care.  In  the 
present  paper,  the  potential  appHcation  of  four  FDI  methods  to  the  management  of 
epilepsy  is  considered.  The  assessment  considered  the  current  status  in  this  application 
of  positron  emission  tomography  (PET),  magnetic  resonance  spectroscopy  (MRS), 
functional  magnetic  resonance  imaging  (fMRI)  and  magnetoencephalography  (MEG) 
when  used  with  MRI  as  magnetic  source  imaging  (MSI).  The  aim  has  been  to  review 
available  literature  on  the  efficacy  of  each  of  the  methods,  and  to  provide  preliminary 
discussion  regarding  potential  cost  and  accessibility  of  these  technologies. 

Information  on  the  FDI  technologies  is  given  in  Table  1.  Details  of  methodology  used  in 
the  Hterature  review  are  shown  in  Appendix  A.  The  methodological  quaUty  of  the 
primary  studies  included  in  the  review  was  assessed  in  terms  of  the  criteria  formulated 
in  Appendix  B.  Appendix  C  gives  additional  information  about  the  FDI  methods  and 
Appendix  D  summarizes  results  of  studies  on  their  use  in  management  of  epUepsy. 
Some  reference  is  also  made  in  this  report  to  single  photon  emission  computed 
tomography  (SPECT),  a  lower  cost  FDI  method  which  is  in  widespread  use  in  the 
investigation  of  persons  with  some  forms  of  epilepsy. 

The  high  cost  FDI  methods  have  had  a  long  history.  They  have  been  used  in  medical 
research  for  many  years,  though  technical  developments  continue.  They  provide  a  rich 
source  of  information  about  physiological  fimction,  and  can  be  seen  as  complementary 
to  those  diagnostic  imaging  technologies  which  are  used  to  assess  anatomical  details. 
The  FDI  methods  can  provide  additional  information  about  disease  processes  which 
may  be  helpful  in  developing  and  applying  approaches  to  their  management. 

However,  while  these  FDI  methods  have  an  established  role  in  many  areas  of  medical 
research,  their  place  or  potential  appHcation  in  routine  health  care  is  less  clear.  The  FDI 
techniques  are  expensive  and  may  also  be  demanding  of  scarce  technical  resources  (57). 
There  are  issues  related  to  the  complexity,  relevance  and  interpretation  of  the  data  they 
provide.  Also,  there  is  the  question  of  the  value  of  the  additional  information  obtained 
through  FDI  to  the  management  decision  and  subsequent  health  status  of  the  patient. 

From  the  perspectives  of  health  technology  assessment  and  the  decision  makers  that  it 
informs,  a  range  of  issues  are  relevant  to  the  potential  deployment  of  an  FDI  technique 
in  routine  health  care.  These  will  include: 

•  Technical  performance  of  the  FDI  method. 

•  Incremental  contribution  to  patient  management  (taking  accoimt  of  other  methods 
that  it  may  replace  or  supplement). 

•  Significance  of  the  condition  being  investigated,  in  terms  of  population  health  and 
caseload. 

•  Incremental  costs  -  taking  account  of  costs  of  the  FDI  method,  and  the  effect  of  its  use 
on  costs  of  other  technologies. 

•  Access  to  the  FDI  method  of  those  who  would  benefit  from  its  use.  FDI  methods  are 
versatile  and  applicable  to  many  disease  processes.  Given  their  cost,  they  wiU 
continue  to  be  scarce  resources  in  health  care.  There  will  be  claims  from  various 
clinical  and  research  appUcations  for  time  on  the  machine. 
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The  nature  of  epilepsy 


Epilepsy  is  a  condition  caused  by  sudden,  brief  changes  in  how  the  brain  works.  The 
physical  changes  are  called  epileptic  seizures.  A  seizxire  occurs  when  there  is  an 
abnormal  electrical  discharge  from  a  group  of  brain  cells.  The  characteristics  and 
frequency  of  seizures  vary  greatly.  The  type  of  seizure  depends  on  the  part  of  the  brain 
where  the  discharge  originates. 

Epilepsy  affects  people  of  all  ages  and  races.  A  large  minority  of  patients  with  epilepsy 
(about  25%),  despite  available  therapies  with  anti-epilepsy  drugs,  continue  to  experience 
seizures.  (9;30)  (21;40)  They  are  referred  to  as  medically  refractory  or  intractable  epilepsy 
patients.  For  those  patients  with  focal  onset,  precise  localization  and  surgical  removal  of 
the  epileptogenic  foci  that  cause  medically  refractory  epilepsy  (MRE)  have  been 
advocated  in  order  to  avoid  progressive  brain  injury  due  to  uncontrolled  seizures  and 
the  adverse  effects  of  anti-epilepsy  drugs. 

In  Canada,  epilepsy  affects  more  than  1%  of  the  population  (more  than  280,000  people). 
About  40%  of  these  people  have  seizures  that  are  not  well  controlled  by  medication 
(Epilepsy  Canada,  personal  communication).  Data  on  incidence  rates  for  the  Canadian 
population  could  not  be  located.  A  report  dealing  with  management  of  epilepsy  in  the 
Australian  population  indicated  that  new  cases  of  epilepsy  could  be  expected  to  be  in 
the  range  of  35  to  50  cases  per  100,000  per  year.  (3)  Incidence  rates  for  MRE  cases  would 
be  about  15  cases  for  100,000  per  year. 

Diagnostic  investigations  for  presurgical  evaluation  of 
patients  with  medically  refractory  epilepsy 

Most  surgical  candidates  are  MRE  patients  with  complex  partial  seizures  of  temporal 
lobe  origin.  Presurgical  evaluation  of  these  patients  is  done  to  lateralize  and  localize  the 
epileptogenic  tissue  that  needs  to  be  removed.  Although  epilepsy  centres  use  different 
presurgical  evaluation  protocols,  aU  utilize  multiple  diagnostic  tests  (including 
electrophysiologic,  neuropsychologic  and  imaging  techniques)  to  obtain  converging 
Lines  of  evidence  on  lateralization  and  localization  of  epileptogenic  tissue. 

Non-invasive  interictal  (between  seizures)  and/ or  ictal  (during  seizures)  surface 
electroencephalography  (EEC)  is  considered  the  standard  procedure  in  this  process. 
When  seizure  focus  has  not  been  conclusively  located  by  non-invasive  EEC,  further 
monitoring  using  surgically  implanted  electrodes  (invasive  EEC)  is  required.  However, 
invasive  EEC  techniques  are  associated  with  complications  (e.g.,  intra-cranial  infections, 
hemorrhage)  and  increased  costs  of  presurgical  evaluation.  EEC  examination  is  a 
lengthy  process  and  some  of  its  costs  are  associated  with  the  significant  length  of  stay 
required.  The  need  for  less  invasive  or  non-invasive  localizing  techniques  has  led  to  the 
development  and  implementation  of  structural  and  functional  diagnostic  imaging  in 
most  epilepsy  centres.  (25;33;40;46;68;69) 
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Structural  diagnostic  imaging  using  magnetic  resonance  imaging  (MRI)  has  become  an 
essential  part  of  the  presurgical  evaluation  process,  beiag  useful  in  identifying  lesions 
associated  with  epileptogenic  region  (structural  lesions,  mesial  temporal  sclerosis  and 
hippocampal  atrophy).  MRI,  particularly  volumetric  MRI,  is  preferred  for  patients  with 
medically  refractory  temporal  lobe  epilepsy  (MRTLE)  since  it  can  lateralize  epileptic  foci 
with  accuracy  in  about  80%  of  surgical  candidates  (60%  present  evidence  of 
hippocampal  sclerosis  and  atrophy  and  20%  evidence  of  gross  structural  lesions). 
(25;33;39;40;46;60;65;95)  However,  subgroups  of  these  patients  have  bilateral  temporal 
lobe  disease  or  multiple  EEG  foci  that  can  not  be  identified  on  MRI.  Most  patients  with 
ETLE  are  very  difficult  to  lateralize  or  localize.  (Javidan,  personal  communication). 

The  remaining  20%  of  these  patients  present  no  evidence  of  mass  lesion  (MRI  scan  is 
normal).  In  these  cases,  and  in  most  cases  with  ETLE,  different  functional  diagnostic 
imaging  (FDl)  techniques  have  been  advocated  to  supplement  and  confirm  surface  EEG 
localization  and  lateralization.  (32;36;65;68) 

Epilepsy  in  Alberta 

Approximately  1%  of  the  population  of  Alberta  (about  29,000  people)  suffer  from  a  type 
of  seizure  disorder.  Sixty  to  seventy  five  percent  of  the  persons  with  epilepsy  in  Alberta 
(about  20,000)  control  their  seizures  with  medication.  About  30%  (about  9,000)  are 
resistant  to  medical  therapy.  Half  of  the  MRE  patients  (about  4,500)  would  potentially 
benefit  from  surgery.  Most  of  these  (about  3,000)  suffer  from  temporal  lobe  epilepsy 
(TLE).  The  role  of  FDI  methods  is  in  the  management  of  patients  with  MRE  who  are 
potential  candidates  for  surgery,  (javidan  and  Lee,  personal  communication). 

In  Alberta,  epilepsy  surgery  is  performed  both  in  Edmonton  and  Calgary.  In  Edmonton, 
the  Comprehensive  Epilepsy  Program  is  located  at  University  of  Alberta  Hospitals. 
Approximately  100  to  140  cases  (adult  and  pediatric)  are  evaluated  per  year.  About  half 
of  these  patients  are  admitted  for  diagnosis  and  the  others  for  potential  surgery.  MRE 
patients  are  evaluated  by  non-invasive  EEG  recordings,  MRI  scan ,  ictal  and  interictal 
SPECT  and  neurosurgical  assessment  on  phase  L  MRI  and  SPECT  are  standard  for  aU 
patients.  The  length  of  stay  for  monitoring  is  seven  to  10  days  for  most  adult  patients. 
Some  of  the  adults  and  many  pediatric  cases  have  short  stay  monitoring  for  one  to  three 
days.  Approximately  25  patients  have  surgery  for  epilepsy  every  year  at  University  of 
Alberta  Hospitals  (Javidan,  personal  communication). 

In  Calgary,  approximately  100  potential  candidates  for  epilepsy  surgery  are  evaluated 
every  year  at  the  Alberta  Children's  Hospital  and  the  Foothills  Hospital.  Inpatient  EEG 
telemetry  (using  scalp  electrodes  and  subdural  strip  electrodes  where  indicated),  MRI, 
and  neuropsychological  testing  are  performed  on  all  patients.  SPECT  has  been  in  use  at 
the  Children's  Hospital  for  some  years  and  was  recently  introduced  at  the  Foothills 
Hospital.  At  the  Foothills  Hospital  most  patients  are  admitted  for  a  5  day  monitoring 
period  and  ideally  seven  days  monitoring  would  be  useful.  Patients  requiring  more 
specialized  evaluation,  including  fMRI  and  PET,  are  generally  referred  to  the  Montreal 
Neurological  Institute  or  the  University  of  Western  Ontario.  It  is  considered  that,  at 
present,  only  a  small  minority  of  patients  who  would  benefit  from  these  more 
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specialized  evaluations  end  up  being  referred  (3  or  4  patients  a  year).  Epilepsy  surgery 
is  performed  at  both  hospitals,  and  tiiere  are  20-25  cases  per  year  (Lee,  personal 
communication) . 

FDI  techniques 

The  use  of  FDI  has  been  suggested  for  the  work-up  of  epileptic  patients  to  avoid, 
whenever  possible,  the  use  of  invasive  techniques  for  identification  of  epileptogenic  foci. 
(66;69)  In  a  commentary,  Chugani  suggests  that  FDI  techniques  are  well  suited  for 
evaluation  of  epileptic  patients  since  "epilepsy  is  primarily  a  functional  disturbance  of 
tiie  brain".  (16) 

The  FDI  techniques  have  been  used  in  studies  to  provide  complementary  information  to 
that  obtained  by  structural  diagnostic  imaging ,  rather  than  as  a  major  method  from 
which  to  make  a  presurgical  decision.  None  of  them  has  achieved  supremacy  in 
functional  brain  imaging  because  no  one  in  isolation  can  adequately  address  the  varied 
questions  of  interest.  (1;73;94)  Several  reviews  note  that  accurate  definition  of  brain 
anatomy  and  the  identification  of  structural  abnormalities  using  MRI  is  necessary  to 
adequately  interpret  data  from  all  functional  imaging  studies.  These  include  studies 
using  PET,  MEG,  fimctional  MRI  and  MRS  in  epilepsy  patients.  (1;26;27;45;94;95) 

All  noninvasive  FDI  techniques  make  their  measurements  from  outside  the  head  and 
infer  locations  of  abnormalities  within  the  brain.  Hence,  they  must  deal  with  the 
"inverse  problem"  (which  is  to  estimate  the  cerebral  source/ sources  underlying  a  signal 
measured  extracranially) .  In  each  case  there  is  a  measurement  space,  an  image  space 
and  an  algorithm  that  relates  the  two.  The  algorithm  is  used  to  reconstruct  the  events 
that  occur  in  image  space  based  on  the  measurements  made  outside  the  head.  These 
estimates  may  or  may  not  reflect  a  imique  solution  to  the  "inverse  problem". 

The  physiological  estimates  localized  by  PET,  fMRI  and  MRS  are  not  direct  measures  of 
neuronal  activity.  They  measure  hemodynamic  and  metabolic  changes  caused  by 
neuronal  dysfunction.  Many  investigators  believe  that  local  neuronal  activity  in  tissue  is 
coupled  to  the  local  changes  in  metabolism,  or  blood  flow.  However,  the  precise 
relationship  between  these  local  changes  is  tmknown.  (1;73)  Furthermore,  changes  in 
the  hemodynamic  response  can  refer  to  many  different  types  of  changes  such  as  blood 
volume,  blood  flow,  and  blood  oxygenation  as  measured  by  PET,  or  fMRI. 

All  FDI  technologies  considered  for  review  are  limited  to  interictal  studies.  There  is  still 
controversy  on  the  reliability  of  presurgical  localization  of  epileptic  foci  using  interictal 
data  (as  an  adequate  alternative  to  ictal  data)  and  on  their  prognostic  value  for 
determining  surgical  outcome.  (32;37;42;55;70;73;77;81) 

FDI  techniques  for  MRE  patients  in  Alberta 

At  present,  PET  and  MEG  MRI  spectroscopy  are  not  yet  available  in  Alberta. 
Functional  MRI  is  used  only  for  research  purposes  and  is  considered  that,  potentially,  it 
is  most  useful  feasible  FDI  technique  for  this  indication  since  it  could  provide  valuable 
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information  and  potentially  replace  the  Wada  test.  A  high  magnetic  field  MRI  unit  (3T) 
will  become  available  in  Calgary  within  the  next  year  and  potentially  could  provide  a 
resource  for  both  MRI  spectroscopy  andfMRI  of  MRE  cases.  The  only  PET  scan  in 
Canada  which  is  used  extensively  for  evaluation  of  epilepsy  is  at  the  Montreal 
Neurological  Institute  (Lee  and  Javidan,  personal  commimication). 

Indications  of  efficacy  of  FDI  methods  in  epilepsy 

There  is  a  general  difficulty  in  assessing  the  efficacy  of  FDI  methods  in  epilepsy  because 
of  the  Umited  scope  and  methodological  quality  of  primary  studies  and  the  lack  of 
systematic  reviews.  Most  studies  have  been  performed  in  patients  with  localized  EEC 
data  to  'VaHdate''  imaging  results  and  provide  ''confirmatory''  evidence  for  localization 
and  lateralization  of  the  epileptic  focus.  (102) 

PET  in  epilepsy 

PET  has  been  used  for  more  than  15  years  to  assist  in  the  localization  of  epileptic  foci 
during  presurgical  evaluation  of  MRE  patients.  Changes  in  cerebral  blood  flow  and 
particularly  glucose  metabolism  have  been  used  to  identify  epileptic  foci  in  an  attempt 
to  reduce  the  need  for  more  invasive  techniques.  Reviews  of  earlier  studies  mention  that 
PET  imaging  of  interictal  cerebral  metaboUsm  has  been  shown  to  be  more  sensitive  than 
interictal  PET  measurement  of  cerebral  blood  flow  (CBF)  in  MRTLE  patients. 
(27;66;69;73;94;95)  Data  from  32  TLE  patients  who  have  had  surgery  suggest  that 
interictal  CBF  measurements  using  ^^O-labelled  water  PET  studies  are  unreliable  and 
"should  not  be  used  to  help  select  patients  for  temporal  lobectomy."  (100;101)  On  the 
other  hand,  Theodore  (100)  suggests  that  interictal  PET  CBF  studies  "are  becoming  very 
useful  for  presurgical  cognitive  mapping  and  may  be  able  to  replace  the  intracarotid 
amytal  test  for  language  and  memory  lateralization."  (100) 

Interictal  PET  imaging  of  cerebral  metabolism  can  be  analyzed  qualitatively  and 
quantitatively  (usually  expressed  as  asymmetry  for  measurements  in  defined  regions  of 
interest).  Glucose  metaboUsm  is  the  most  commonly  measured  parameter,  using  18F- 
FDG  (18F-fluorodeoxy glucose,  a  glucose  analogue).  There  is  controversy  on  whether  to 
use  quahtative  analysis  rather  than  quantitative  analysis  of  FDG  PET  findings.  (1;27;66) 

Based  on  the  assumption  that,  between  seizures,  the  hypometaboHsm  zone  involves  the 
epileptogenic  zone,  FDG  PET  has  been  applied  and  advocated  to  confirm  EEG 
localization  and  lateralization  of  epileptogenic  foci,  for  selecting  surgical  resection 
locations  in  children  without  EEG  localizations,  to  define  cerebral  areas  for  intra-cranial 
EEG  study,  to  asses  fimctional  integrity  in  children  and  adults  prior  to  epilepsy  surgery 
and  for  fimctional  mapping  of  cerebral  fimction.  (16;73;94)  However,  tmcertainty 
remains  as  to  the  relation  between  PET  metaboUc  findings  in  the  interictal  state  and  the 
epileptogenic  region  since  there  is  evidence  to  suggest  fimctional  and  biochemical 
heterogeneity  within  the  interictal  hypometaboHc  area.  (16;65;66;73;100) 

Reported  results  of  FDG  PET  measurement  of  cerebral  metaboHc  rate  in  MRE  patients 
clearly  differ  for  temporal  and  extratemporal  locations  of  epileptogenesis.  Temporal  lobe 
hypometaboHsm  measurements  were  highly  correlated  with  temporal  lobe  EEG 
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abnormalities,  but  extratemporal  demonstration  of  reduced  cerebral  metabolic  rate  by 
PET  was  more  often  discordant  with  EEG  findings.  The  reviewed  literature  showed  that 
the  incidence  of  focal  hypometabolism  in  TLE  patients  varies  between  60%  to  93% 
(22;58;72)  (Table  3),  and  between  45%  and  60%  in  patients  with  neocortical  frontal  lobe 
epilepsy  (FLE)  (27;60)  (Table  3).  Differences  in  PET  imaging  technology,  data  analysis 
and  patient  selection  may  explain,  in  part,  the  variation  in  results. 

The  evaluation  of  the  clinical  utility  of  FDG  PET  has  focused  on  TLE  patients.  Interictal 
PET  has  been  shown  to  be  less  valuable  in  the  evaluation  of  ETLE  patients,  particularly 
in  cases  with  normal  MRI  and  non-focal  EEG,  (22;27;55;60;73;94)  (Table  3).  Most  ETLE 
patients  have  no  focal  MRI  abnormalities.  (19;23)  Regardless  of  the  monitoring  technique 
used,  the  likelihood  of  confident  EEG  localization  of  seizure  onset  and  a  subsequent 
surgical  cure  in  these  patients  is  significantly  less  than  that  obtained  in  those  with  TLE. 
(84)  Hypometabolism  is  rarely  found  in  patients  with  FLE  who  have  normal  MRI  scans 
and  when  present  it  may  be  potentially  misleading  with  regards  to  the  site  of  the  seizure 
onset.  (60;84)  PET  appears  to  be  helpful  only  in  a  small  proportion  of  non-lesional  ETLE 
pediatric  cases  (particularly  in  children  with  intractable  infantile  spasms  and  focal 
features  on  EEG).  (16;17;84)  It  has  also  been  suggested  that  PET  may  help  direct  the 
electrode  implantation  in  ETLE  patients  requiring  invasive  EEG.  (60) 

It  has  been  reported  that  PET  provides  needed  information  in  pediatric  MRE  and  many 
other  childhood  seizure  disorders  (infantile  spasms,  Lennos-Gastaut  syndrome,  Sturge- 
Weber  syndrome,  brain  malformations).  (16;55;74;88)  Many  investigators  consider  that 
PET  can  play  a  significant  role  in  managing  children  with  seizure  disorders  potentially 
reducing  the  morbidity  and  costs  associated  with  long-term  care  of  patients  who  would 
otherwise  remain  untreated.  However,  PET  must  still  be  used  in  conjimction  with 
structural  imaging  (computerized  tomography  or  MRI)  and  EEG  when  identifying 
surgical  candidates.  {16;88) 

Potential  clinical  indications  for  PET  in  pediatric  epilepsy  include 

•  patients  with  MRE,  being  considered  for  surgery,  for  whom  MRI  or  CT  fails  to  show 
a  lesion  (PET  localization  and  lateralization  to  avoid  invasive  techniques); 

•  medically  refractory  patients  considered  to  have  cryptogenic  infantile  spasms 
following  extensive  evaluation  (PET  may  provide  additional  information); 

•  patients  considered  as  surgery  candidates  whose  EEG  suggests  multifocal 
epileptogenicity  (PET  may  confirm  presence  of  multiple  focal  abnormalities;  by 
correlating  PET  findings  with  EEG,  withdrawal  from  surgery  or  use  PET  findings  to 
guide  placement  of  intra-cranial  electrodes  may  be  considered); 

•  patients  with  extensive  unilateral  lesions  being  considered  for  hemispherectomy 
(PET  may  provide  an  assessment  of  the  functional  integrity  of  the  normal 
hemisphere).  (16;55;88;94) 

Several  commentaries  and  reviews  suggest  that  when  scalp  EEG  and  FDG  PET  findings 
correlate,  video  EEG  monitoring  and  invasive  EEG  may  be  imnecessary  to  localize  the 
epileptogenic  foci  in  TLE  patients  before  surgery.  (13;40;60;88;102;106)  It  has  also  been 
reported  that  FDG  PET  is  most  beneficial  when  used  in  the  context  of  total  presurgical 
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evaluation  of  epilepsy  patients,  including  scalp  EEG,  invasive  EEG,  neuropsychologic 
testing,  and  structural  imaging.  (7;74;94) 

FDG  PET  is  a  complementary  tool  rather  than  a  substitute  for  EEG.  Sensitivity  and 
positive  predictive  value  for  FDG  PET  are  highest  in  TLE.  The  finding  of  regional  brain 
hypometaboUsm  is  not  specific  for  epilepsy  and  correlation  with  EEG  is  necessary  for 
planning  epilepsy  surgery.  (13;27)  Also,  the  area  of  hypometaboUsm  frequently  exceeds 
the  area  of  involvement  predicted  either  by  surface  or  invasive  EEG.  (73;94) 

Several  authors  have  suggested  that  FDG  PET  can  compHment  but  does  not  supplant 
systems  that  image  anatomy  (27;56;74;104).  It  has  been  suggested  that  FDG  PET  is  the 
FDI  procedure  of  choice  in  MRTLE  patients  without  lateralizing  MRI  data.  (32;55)  In 
patients  with  mesial  temporal  foci,  who  have  an  abnormal  hippocampus  on  MRI 
concordant  with  ictal  EEG,  PET  does  not  provide  any  new  information  and  is  of  Uttle 
use  (60;73)  (Javidan,  personal  commimication) 

Comparison  with  other  diagnostic  methods 

In  the  literature  reviewed  for  this  report,  PET  is  considered  to  be  superior  to  SPECT  (in 
terms  of  image  quality  and  quantification  of  radioactivity)  for  interictal  studies.  At 
present.  It  appears  to  be  more  sensitive  than  qualitative  MRI  in  most  studies  of  patients 
with  complex  partial  seizures  of  temporal  origin.  (14;16;22;27;44;84;94)  However,  direct 
comparison  between  various  imaging  techniques  is  limited  because  of  small  patient 
populations  present  in  most  studies  and  the  technical  advances  that  continue  to  be 
made.  (27;60) 

A  literature  review,  in  which  these  techniques  were  examined  individually  with  regard 
to  their  reported  abiHty  to  predict  epileptogenic  zone  defined  by  EEG,  provided 
comparative  data  on  their  diagnostic  accuracy.  (94)  Patients  were  divided  into  those 
with  temporal  and  extratemporal  epilepsy  and  the  results  of  MRI,  interictal  and  ictal 
SPECT  and  PET  in  patients  who  also  had  EEG  reported  were  analyzed.  Findings  from 
this  review  are  summarized  in  Table  2. 
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Table  2:  Comparative  data  on  the  diagnostic  accuracy  of  PET, 
SPECT  and  IVIRI  as  judged  by  EEG 


Technique 
(patient  numbers) 

Temporal  localization 
(patient  numbers) 

Extratemporal  localization 
(patient  numbers) 

interictal  FDG  PET 

(n  =  312;  unlocaHzing  or 
negative  in  /o/  31Z) 

(n=  205) 

Sensitivity:  84% 
Specificity:  86% 

(n=32) 

Sensitivity:  33% 
Specificity:  95% 

interictal  SPECT 

(n  =  539;  unlocalizing  in 

(n=  291) 

Sensitivity:  66% 
Specificity:  68% 

(n=  65) 

Sensitivity:  60% 
Specificity:  93% 

ictal  SPECT 

(n  =  108;  unlocaHzing  in 
12/108) 

(n=  80) 

Sensitivity:  90% 
Specificity:  77% 

(n=16) 

Sensitivity:  81% 
Specificity:  93% 

MRI 

(n  =  809;  unlocaHzing  or 
negative  in  366/809) 

(n=  370) 
Sensitivity:  55% 
Specificity:  78% 

(n=73) 

Sensitivity:  43% 
Specificity:  95% 

Source:  Reference  (94) 


Menzel  et  al.  (73)  reviewed  reported  data  on  1,300  epilepsy  cases  to  determine  the 
relative  contribution  of  FDG  PET  (interictal  measurement  of  glucose  metaboHsm)  versus 
SPECT  (interictal  and  ictal  measurement  of  regional  CBF)  to  the  presurgical  evaluation 
process.  In  considering  the  number  of  correctly  identified  areas  of  abnormal  metaboHsm 
or  perfusion,  these  authors  found  a  comparable  sensitivity  of  FDG  PET  (71  %  of  all  352 
cases)  and  interictal  SPECT  (62.4%  of  aU  674  cases).  Ictal  SPECT  showed  a  sensitivity  of 
87%  of  aU  259  cases. 

Some  evidence  suggests  that  interictal  PET  and  interictal  SPECT  have  statistically  similar 
seizure  focus  localization  capabilities  (for  correct  localization,  p=0.999  and  for  incorrect 
localization,  p=0.625)  when  directly  compared  in  individual  patients.  When  patients 
with  evidence  of  mass  lesion  on  MRI  are  excluded  the  positive  predictive  values  (PPVs) 
of  interictal  PET  and  SPECT  are  comparable,  but  overall  the  PPV  of  PET  is  greater.  (69) 

Spencer  et  al.  suggest  that  PET  measurement  of  the  metaboHc  rate  is  more  useful  for 
confirming  or  demonstrating  localization  of  epileptogenic  focus  than  is  measurement  of 
cerebral  blood  flow  by  interictal  SPECT.  (94;95) 

Ictal  SPECT  appears  to  offer  good  sensitivity  and  specificity  for  TLE,  both  comparable 
with  those  of  interictal  PET.  It  has  also  been  shown  to  be  more  useful  than  PET  in  ETLE. 
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{27;40;55;60;68;73;94)  However,  its  availability  is  limited  by  the  requirement  for 
immediate  injection  of  the  radio-nucHde  tracer  at  the  onset  of  seizure  activity. 

(39;60;73;94) 

Recently,  quantitative  MRI  techniques  for  measurement  of  hippocampal  formation  (HF) 
volume  (referred  to  as  volumetric  MRI  or  MRI  volumetry)  have  been  reported  to 
correctly  lateralize  areas  of  structural  abnormalities  in  temporal  lobes  in  63%-90%  of 
cases,  with  sensitivity  and  specificity  of  100%  when  mesial  temporal  sclerosis  was 
present.  (16;46;50;72)  GaiHard  et  al.  (35)  compared  FDG  PET  and  volumetric  MRI  in  18 
adult  patients  with  complex  partial  epilepsy  in  whom  the  ictal  focus  was  identified  by 
video-telemetry  EEC.  They  found  a  significant  correlation  between  HF  volume  and 
assymetry  index  for  inferior  mesial  and  lateral  temporal  lobe  metabolic  rate  of  glucose 
(p<0.01).  The  investigators  concluded  that  'TET  is  more  sensitive  than  MRI  volumetry 
in  identifying  ictal  focus  but  does  not  provide  additional  information  when  HF  atrophy 
is  present."  (35) 

These  results  have  been  confirmed  by  Knowlton  et  al.  (52)  who  conducted  a  prospective 
study  to  compare  the  performance  of  FDG-PET,  MRI-based  hippocampal  volumetry 
(HV)  and  proton  MRSI  in  EEG-defined  unilateral  TLE,  with  no  evidence  of  lesions  on 
diagnostic  MRI.  Comparison  was  possible  in  23/25  patients  included  in  the  study. 
FDG-PET  lateralized  in  87%  of  these  patients,  HV  in  65%  and  proton  MRSI  in  61%. 
Combined  HV  and  proton  MRSI  results  lateralized  83%  of  the  patients,  a  value 
comparable  to  that  of  FDG-PET.  Based  on  these  results,  the  investigators  recommended 
the  selective  use  of  FDG-PET  in  the  presurgical  evaluation  of  patients  with  EEG-defined 
TLE.  Their  data  suggest  that  although  '"FDG-PET  remains  the  most  sensitive  imaging 
method  to  correlate  with  EEG-lateralized  TLE'',  '"for  patients  with  hippocampal 
atrophy,  PET  provides  essentially  no  new  lateralization  or  outcome  information". 

Practical  details 

As  with  other  FDI  techniques,  the  patient  must  remain  quiet  and  still  during  PET 
examination  to  avoid  producing  movement  artifacts.  Cerebral  images  of  glucose 
distribution  are  averaged  over  a  period  of  30  to  40  minutes  and,  although  they  are 
weighted  to  the  initial  few  minutes  after  injection,  are  more  correctly  interpreted  under 
steady-state  conditions.  (60;73;94)  For  this  reason  and  because  of  the  logistic  difficulties 
of  making  short-lived  radio-isotopes  available  at  the  unpredictable  times  of  epileptic 
seizures,  PET  studies  are  usually  performed  in  the  periods  between  seizures 
(interictally).  Also,  the  long  time  required  for  F-18-FDG  phosphorylation  in  the  brain 
(about  45  minutes)  does  not  allow  the  study  of  rapid  changes  of  fimction  which  occur 
during  seizures.  (73;74) 

PET  evaluation  of  glucose  metabolism  in  epileptic  children  is  often  difficult.  Normative 
data  with  FDG  PET  in  children  are  limited,  most  individuals  have  a  history  of  therapy 
with  anti-epileptic  drugs  that  are  known  to  alter  global  glucose  metabolism,  and 
sedation  is  needed.  (14;35;36;74)  Sedation  is  a  problem  because  drugs  used  to  sedate 
yoimg  patients  have  variable  effects  on  global  brain  metaboHsm  and  blood  flow  and 
their  effects  on  regional  values  are  not  well  known.  It  has  been  suggested  that  sedatives 
be  adrrunistered  after  the  FDG  uptake  phase  is  completed  or  else  avoided.  (74) 
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In  infants  younger  than  1  year  of  age,  when  cerebral  glucose  metabolic  rates  are  relatively 
low,  differentiation  between  normal  and  abnormal  areas  of  glucose  metabolism  may  be 
impossible  to  appreciate  by  visual  analysis  of  PET  findings  alone.  (17) 

PET  is  sensitive  to  technical  details.  False  positive  FDG  PET  scans  have  been  attributed 
to  previous  depth  electrode  implants,  improper  positioning,  unrecognized  ictal  activity 
when  EEG  monitoring  is  not  performed,  and  over-interpretation  of  images  on  purely 
visual  analysis.  (1;27;94;100)  Visual  interpretation  of  FDG  PET  findings  is  Limited  by  the 
fact  that  the  region  of  hypometaboUsm  may  be  extensive  and  by  structural  changes 
associated  with  epilepsy.  Although  it  usually  includes  the  epileptogenic  zone  as  defined 
by  EEG  or  histopathology,  the  functional  disturbance  involves  a  greater  area  of  tissue 
(which  may  be  multifocal  as  weU  as  regional).  (16;22;27;36;47;65;66;94)  It  has  been 
suggested  that  focal  cerebral  atrophy,  neoplasms  and  areas  of  cortical  dysplasia  may 
influence  the  visual  interpretation  of  the  functional  images.  (60)  It  is  uncertain  whether 
PET  can  distinguish  between  mesial  and  lateral  temporal  seizure  onset.  (100;102) 

Henry  et  al.  (47)  evaluated  interpretation  replicability  of  interictal  FDG  PET  scans  in  241 
MRE  patients  obtained  with  three  different  tomographs.  They  reported  frequent 
disagreements  in  scan  interpretation  between  two  neurologists  with  prior  experience  in 
reading  PET  results,  and  best  replicability  with  the  highest  performance  tomograph. 
Replicability  of  ''unbiased  interpretations  in  detecting  regional  hypometaboUsm"  was 
characterized  as  ''adequate"  for  clinical  application  of  interictal  FDG  PET  studies 
performed  with  any  of  the  tomographs. 

MRS  in  epilepsy 

At  present,  it  is  generally  considered  that  MRS  is  predominantly  a  research  diagnostic 
tool  that  holds  great  clinical  potential.  (10;20;21;81)  Similar  opinion  was  current  at  the 
time  of  the  first  health  technology  assessment  dealing  with  this  technology,  fourteen 
years  ago.  (78)  According  to  the  present  literature  reviewed  for  assessment,  one  area  in 
which  it  has  been  shown  to  have  innovative  potential  is  the  presurgical  evaluation  of 
MRE  patients. 

Both  proton  and  phosphorus  MRS  studies  have  been  performed  in  MRE  patients 
referred  for  surgery.  However,  most  studies  have  used  proton  MRS,  because  it  can  be 
performed  with  the  existing  MRI  equipment,  whereas  phosphorus  MRS  requires 
utilization  of  special  head  coils.  In  addition,  hydrogen  nuclei  have  a  higher  MR 
sensitivity  than  phosphorus  nuclei  and  the  metabolites  of  interest  in  proton  studies  are 
more  abundant  than  phosphorus  compoimds.  Therefore,  spatial  resolution  is  superior 
in  proton  spectroscopy. 

Proton  MRS 

A  typical  proton  spectrum  in  a  normal  brain  shows  a  series  of  peaks  usually  defined  as 
originating  from  N-acetyl-aspartate  (NAA)  (a  constituent  of  fimctioning  nerve  cells), 
creatine-phosphocreatine  (Cr-PCr)  and  choline  (Cho).  The  latter  are  used  as  reference 
compounds  as  their  levels  are  relatively  constant.  (10;20;26) 
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Most  proton  MRS  studies  on  epilepsy  have  been  on  MRTLE  patients  during  interictal 
periods.  The  characteristic  MRS  abnormality  is  a  relative  reduction  in  the  concentration 
of  NAA,  usually  interpreted  as  reflecting  a  reduction  in  neuronal  activity  (loss  or 
dysfunction  of  neurons).  Investigations  also  reported  increases  in  Cho  and  Cr  signal 
intensities  in  these  patients. 

Based  on  the  assumption  that  there  is  decreased  neuronal  density  in  the  epileptogenic 
zone  and  that  NAA  is  associated  with  neuron  density,  it  has  been  hypothesized  that 
MRS  may  detect  the  epileptogenic  lobe  by  showing  a  decreased  NAA  signal  in  the 
epileptogenic  area.  However,  the  mechanism  of  the  reduction  of  NAA  in  TLE  patients  is 
not  well  understood.  (21;65)  It  has  been  suggested  that  some  of  the  observed  NAA 
decrease  may  be  due  to  tissue  loss  rather  than  selective  neuronal  loss.  (40)  Also, 
published  results  of  studies  involving  healthy  volunteers  suggest  that  regional  NAA 
decreases  may  be  observed  in  the  temporal  lobes  of  normal  individuals.  (21)  (Table  4) 

Bilateral  spectral  abnormalities  (decrease  in  NAA  concentrations  and  NAA/  Cr+Cho 
ratio)  have  been  observed  in  20%-50%  of  reported  TLE  cases.  (19;23;24;29;39;40;59)  It  has 
been  suggested  that  the  observed  bilateral  MRS  abnormalities  may  be  associated  with 
and  possibly  responsible  for  poor  surgical  outcome.  (29)  However,  the  significance  of 
bilateral  abnormalities  is  poorly  xmderstood  and  it  is  not  clear  how  they  may  affect  the 
surgical  outcome.  (19;52) 

Quantification  of  signals  is  a  critical  issue  in  MRS.  Most  authors  have  used  semi- 
quantitative approaches  based  on  metabolite  ratios.  (39;40;66)  The  most  sensitive 
measure  for  epileptogenic  zone  lateralization  in  concordance  with  EEG  was  the 
NAA/ (Cr+Cho)  ratio.  (24;29) 

In  addition  to  NAA,  Cr,  and  Cho  peaks,  visualized  with  interictal  proton  MRS  studies, 
some  investigators  documented  presence  of  elevated  lactate  following  complex  partial 
seizures  (post-ictaUy)  in  TLE  and  ETLE  patients.  Increase  in  lactate  remained  confined 
to  small  regions  within  the  epileptogenic  zone  and  persisted  for  up  to  7  hours. 

(39;40;59;80) 

Proton  MRS  has  been  reported  to  be  extremely  sensitive  (88  %  to  100%  sensitivity  at 
magnetic  fields  1.5T  or  higher)  in  the  detection  of  imHateral  and  bilateral  metaboHc 
abnormaHties  in  patients  with  TLE.  (39;40;54;59)  (Table  4)  It  has  also  been  reported  that 
proton  MRS  may  be  used  for  localizing  epileptogenic  regions  in  aU  partial  epilepsy 
patients  (MRS  has  been  shown  to  detect  decreased  NAA  within  epileptogenic  region  in 
FLE  patients).  (39;40;59) 

Some  investigators  suggest  that  MRI  and  proton  MRS  provide  complementary 
information  since  MRS  provides  evidence  of  more  diffuse  abnormalities  that  extend 
beyond  the  focal  lesions  demonstrated  by  MRI.  (19;23;34;59) 

A  major  Hmitation  of  current  proton  MRS  techniques  is  interference  from  water  and 
lipid  signals.  The  techniques  used  to  minimize  this  interference  limit  brain  regions  that 
can  be  analyzed.  (26;39;40;59) 
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Phosphorus  MRS 

Phosphorus  MRS  studies  typically  measure  high  energy  phosphate  compounds.  These 
include  inorganic  phosphate  (Pi),  phosphomonoesters  (PME),  phosphodiesters  (PDE), 
phosphocreatine  (PCr)  and  adenosine  triphosphate  (ATP).  Estimate  are  also  made  of 
cerebral  pH.  Abnormalities  that  have  been  associated  with  epileptogenic  areas  include 
increased  Pi  (only  in  TLE  patients),  reduced  PME  and  increased  pH  (in  both  TLE  and 
ETLE  cases). 

A  major  limitation  of  this  procedure  is  that  it  uses  a  large  effective  voxel  size  due  to  the 
low  concentrations  of  the  metabolites.  Also,  the  adjacent  peaks  may  overlap,  making  the 
spectral  analysis  difficult,  and  results  may  vary  considerably  depending  on  the  method 
of  analysis.  The  assessment  of  pH  (dependent  on  chemical  shift  rather  than  the 
measured  integral  for  a  peak)  is  considered  by  some  investigators  as  the  most  reliable 
phosphorus  MRS  measure  in  both  TLE  and  ETLE  patients.  (39;40) 
Preliminary  studies  have  suggested  that  interictal  phosphorus  MRS  may  be  helpful  in 
defining  the  epileptogenic  region  in  the  presurgical  evaluation  of  TLE  and  ETLE 
patients.  (26;39;40)  However,  it  is  not  clear  yet  whether  phosphorus  MRS  provides 
useful  localization  and  lateralization  information  over  and  above  that  available  from 
high  resolution  MRI.  All  reports  localized  for  this  review  conclude  that  future  studies 
are  needed  to  compare  phosphorus  MRS  with  high  resolution  MRL 

MRS  as  an  FDI  technique  for  epilepsy:  indications  of  efficacy 

MRS  studies  in  epilepsy  have  commonly  been  based  on  examination  of  single  voxels. 
More  recently,  there  have  been  studies  which  have  used  simultaneous  assessment  of 
signals  from  multiple  voxels,  a  technique  that  permits  spectroscopic  imaging  (MRSI) 
also  called  chemical  shift  imaging.  MRSI  utilizes  phase  encoding  to  localize  voxels  and 
allows  acquisition  of  spectra  simultaneously  from  multiple  regions  within  the  area  in 
which  the  water  signal  has  been  suppressed.  Spectroscopic  data  are  displayed  in  an 
image  format  similar  to  that  for  MRI,  providing  a  direct  visual  correlation  between 
metabolic  levels  and  anatomy. 

MRSI  has  been  reported  in  various  reviews  and  commentaries  to  be  a  promising 
adjunctive  tool  for  the  presurgical  evaluation  of  epileptic  patients.  (26;29;39;40;59;60) 
Several  investigators  reported  agreement  between  proton  MRSI  and  EEG  localization  in 
83%  to  90%  of  TLE  patients.  (11;12;79)  However,  MRSI  is  stiU  in  its  infancy.  It  is  too 
time  consuming  and  prone  to  artifacts  (more  so  than  a  single  voxel  method)  to  be 
applicable  in  a  patient  examination  on  a  routine  basis.  (21;26;27;29;82) 

The  reviewed  literature  suggests  that  MRS  adds  confirmatory  diagnostic  information 
concerning  the  lateralization  and  localization  of  the  seizure  foci  in  MRE  patients.  It  has 
been  suggested  that  such  information  may  reduce  the  hospitalization  period  and  the 
need  for  invasive  techniques.  (19-22;26;33;34;39;59;65)  Results  reported  by  Knowlton  et 
al.  suggest  that  in  TLE  patients  with  normal  MRI,  adding  a  proton  MRSI  to  the 
presurgical  MR  protocols  (52)  can  approach  PET  sensitivity  for  lateralization.  The 
investigators  consider  that  this  additional  sequence  during  an  MRI  should  eliminate  the 
need  for  PET  "when  other  imaging  or  clinical  findings  are  equivocal".  However,  most 
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investigators  consider  that  further  studies,  with  larger  sample  size,  are  needed  to  assess 
validity  and  reliability  of  MRS  in  the  presurgical  evaluation  of  epilepsy  patients. 

There  are  still  unanswered  questions 

•  how  does  it  compare  with  other  non-invasive  diagnostic  methods  ? 

•  how  does  it  relate  to  the  most  recent  MRI  techniques,  shown  to  be  very  useful  at 
least  in  TLE  patients?  what  is  the  reliability  of  MRS  in  ETLE  patients? 

•  what  is  the  probability  that  it  will  replace  invasive  EEG? 

•  what  is  the  significance  of  bilateral  abnormalities  as  defined  by  MRS?  Do  they  affect 
the  surgical  outcome  ? 

There  are  also  some  technical  problems  that  remain  to  be  solved: 

•  the  need  for  magnets  of  higher  field  strength  to  improve  spatial  resolution; 

•  availability  of  pulse  sequences  and  software  permitting  exploration  of  the  entire 
brain  rather  than  selected  volumes  and  slices; 

•  creation  of  software  permitting  a  technologist  to  operate  the  machine  for  routine 
studies; 

•  need  for  stringent  control  of  technical  aspects  of  the  procedure.  (20;26;27;54;80) 

Functional  MRI  in  epilepsy 

Several  preliminary  studies  provided  support  for  the  use  of  fMRI  in  the  presurgical 
evaluation  of  MRE  patients.  These  studies  suggest  that  fMRI  has  three  potential  roles: 
localization  of  seizure  foci,  lateralization  of  language  (and  possibly  memory)  to  one 
hemisphere  before  potential  surgery  and  to  localize  fimctional  (eloquent)  cortex  before 
surgical  resection  of  the  seizure  foci.  (8;58) 

Preliminary  results  (from  case  reports)  demonstrated  that  functional  MRI  may  be  a 
useful  tool  in  the  identification  of  seizure  focus  in  epileptic  patients.  However,  it  is 
considered  that  further  investigations  are  needed  to  assess  its  validity  and  reliability. 

(8;54;58) 

The  reviewed  literature  suggests  that  fMRI  holds  great  promise  for  replacing  several 
invasive  and  costly  diagnostic  procedures  (invasive  EEG  monitoring,  Wada  test, 
videotelemetry,  and  direct  cortical  stimulation  mapping).  However,  at  present  fMRI  as 
a  diagnostic  tool  in  epilepsy  is  still  in  its  infancy  and  cannot  be  used  to  replace  any 
invasive  procedures.  (1;8;33;54;83)  More  work  needs  to  be  done,  particularly  in 
paradigm  development  and  validation .  Other  problems  include  difficulty  in  obtaining 
concurrent  EEG  and  in  recording  spontaneous  seizures  while  the  patient  is  in  the 
magnet.  (8) 

If  fMRI  can  be  proven  to  reliably  predict  language  dominance,  some  patients  with 
epilepsy  could  potentially  forego  the  Wada  test  (which  is  invasive,  limited  in 
interpretation  and  fallible  (Javidan,  personal  communication)  (109)  in  their  presurgical 
examination.  Epilepsy  centres  perform  the  Wada  test  (reported  by  patients  to  be  a  very 
stressful  procedure)  to  determine  language  laterality,  but  many  also  use  it  to  determine 
memory  lateralization.  Several  investigators  have  used  fMRI  to  determine  language 
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lateralization  (using  various  language  paradigms,  especially  word  generation )  in  small 
series  of  patients  with  epilepsy  (very  few  with  atypical  language  organization)  and 
reported  promising  results.  (8;27)  Little  research  using  fMRI  has  demonstrated 
hippocampal  function  in  normal  brain  during  memory  processing.  (8;48)  However, 
fMRI  applications  of  memory  mapping  in  epilepsy  are  still  lacking.  (8)  Also,  it  is  not  yet 
known  whether  suitable  paradigms  can  be  developed  to  lateraHze  memory  ftmctions 
satisfactorily.  (27)  In  order  to  replace  Wada  test,  fMRI  must  be  able  to  lateralize 
language  as  well  as  memory. 

To  date  only  a  few  cases  have  been  reported  in  which  fMRI  was  used  in  epileptic 
patients  for  intra-hemispheric  fimctional  mapping  (to  localize  eloquent  cortex). 
Fimctional  MRI  has  been  used  so  far  to  confirm  localization  of  function  by  some  other 
techniques.  (8) 

The  reviewed  literature  suggests  that  fMRI  is  a  promising  technology  whose  place  is  not 
yet  established.  (14;41;48;56;61;81;108)  It  has  potential  to  become  more  widely  used  than 
SPECT  and  PET,  also  used  to  detect  metabolic  and  hemodynamic  responses  to  neuronal 
activity.  (22;41;81) 

A  number  of  biologic  phenomena  that  can  affect  fMRI  findings  still  remain  to  be 
adequately  addressed.  These  include:  uncertainty  about  the  mechanism  of  the  detected 
signal  change;  imcertainty  about  the  optimal  task  for  activation  of  specific  cortical 
regions;  and  imcertainty  about  draining  veins/ in-flow  effects.  (48;56) 

Technical  problems  that  remain  to  be  solved  include 

•  signal  optimization  in  different  tasks; 

•  imcertainty  about  the  optimal  magnetic  field  strength; 

•  sensitivity  to  patient  motion  and  subject  handling  (Use  of  some  physical  restraints 
may  be  contraindicated  in  epileptic  patients,  (62)  and  need  for  stringent  head-motion 
control  limits  the  choice  of  subject  responses  available  for  measurement;  (18) 

•  artifacts  produced  by  physiological  noise  (respiration,  cardiac  pulsation  and  brain 
pulsation); 

•  lack  of  compliance  with  requirements; 

•  difficulty  in  defining  consistent  regions  of  interest  for  analysis;  and 

•  quantitative  detection  of  signal  changes.  (1;18;48;56;58;61;62;75;105) 

MEG/MSI  in  epilepsy 

The  magnetic  source  imaging  (MSI)  method  combines  MRI  with 

magnetoencephalography  (MEG)  to  enable  anatomic  localization  of  MEG  recordings  on 
the  patient's  MRI  scan.  Varous  computer  reconstruction  techniques  have  been  used  in 
attempts  to  provide  a  graphic  representation  of  the  spatial  relationship  between  brain 
structure,  function  and  pathology  information.  (2;37;53;64;67;76;81;87;90) 

There  appear  to  be  no  reports  of  controlled  studies  conducted  to  determine  whether  and 
for  what  clinical  conditions  MEG  can  contribute  significantiy  to  the  efficacy  and  cost- 
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effectiveness  of  evaluation  of  patients  stif fering  from  neurological,  neuro-surgical 
and/ or  psychiatric  disorders.  Most  clinical  research  in  MEG  has  occurred  in  localization 
of  epileptogenic  cortex  in  patients  with  medically  intractable  partial  seizure  referred  for 
surgery.  The  reviewed  literature  suggests  that  one  of  MEG's  potential  appUcations  is  for 
localization  of  the  seizure  focus  in  MRE  and  for  classifying  patients  with  mesial  versus 
lateral  temporal  lobe  epilepsy.  (15;28;37;64;67;87;103). 

Although  MEG  has  been  developed  primarily  as  a  method  for  investigation  of  seizures, 
it  has  not  been  adequately  evaluated  to  determine  its  clinical  utility  in  epilepsy. 
(5;22;37;103)  Its  use  and  efficacy  have  been  reported  only  by  case  studies.  Reports  of 
these  studies  (Table  5)  suggest  that  MEG  alone  or  in  combination  with  other  techniques 
(MRI,  fMRI,  EEG)  has  provided  promising  results.  These  have  demonstrated  the 
capability  for  localization  of  epileptic  foci  (to  localize  foci  in  partial  epilepsy,  to  focus 
depth  electrodes  for  presurgical  evaluation  of  intractable  epilepsy  and  to  compare 
epileptic  activity).  MEG  can  also  locate  the  central  sulcus  (beneficial  in  that  it  allows  for 
pre-operative  planning). 

It  has  been  suggested  that  MEG  may  equal  the  accuracy  of  electrocorticography 
providing  an  alternative  to  invasive  monitoring  in  the  localization  of  superficial 
epileptic  foci.  (22;37;53;98)  Published  case  series  suggest  that  the  use  of  MEG  in 
presurgical  investigation  may  result  in  a  reduction  of  invasive  recordings,  provision  of 
useful  guidance  for  invasive  fimctional  mapping  and  additional  information  concerning 
spatial  relation  of  focus,  lesion  and  fimctional  zone.  (15;37;38;53;97;99) 

Some  evidence  suggests  that  MEG  appears  promising  in  the  evaluation  and  surgical 
management  of  non-lesional  convexity  epileptic  foci  if  surgical  outcome  is  used  as  an 
index  of  localization  accuracy.  (93)  In  cases  with  orbitofrontal  epileptic  foci  MEG  has 
limited  value  in  the  surgical  planning  (Table  5). 

During  MEG  examination,  the  patient  has  to  stay  immobile,  to  avoid  generation  of 
movement  artifacts.  (28;64;71;107)  Despite  the  advances  in  MEG  technology  and  data 
analysis  procedures,  it  cannot  be  used  to  measure  brain  activity  in  epileptic  patients 
during  major  motor  seizures  or  in  uncooperative  subjects.  (28;64;71)  Its  application  to 
epilepsy  is  mostiy  limited  to  the  assessment  of  discharges  occurring  between  seizures. 
(63;64;70;81)  Several  investigators  suggest  that  MEG  interictal  data  may  be  adequate  for 
planning  and  management  of  ablative  epilepsy  surgery.  (81;85;87)  (Table  5) 

According  to  the  reviewed  literature,  a  final  decision  on  the  value  of  MEG  technique  for 
routine  diagnosis  is  not  yet  possible.  Accuracy  of  dipole  localization  with  MEG 
continues  to  be  refined.  However,  the  validity  of  using  dipole  localization,  particularly 
from  interictal  data  alone,  has  not  been  estabUshed.  The  cHnical  application  of  MEG  in 
epilepsy  has  yet  to  be  defined  by  comparing  MEG  data  with  non-invasive  and  invasive 
EEG  data. 
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Methodological  quality  of  primary  studies  included  in  the  review 


In  the  reviewed  literature,  the  widely  credited  role  of  FDI  techniques  is  that  of  increasing 
diagnostic  certainty  regarding  the  need  for  invasive  procedures.  However,  the  reported 
studies  on  the  use  of  PET,  MRS,  and  MSI  in  epilepsy  are  methodologically  weak  and 
tend  to  overestimate  the  accuracy  and  clinical  value  of  these  techniques.  At  present, 
there  are  no  published  randomized  controlled  trials  conducted  to  evaluate  the 
diagnostic  accuracy  and  impact  of  these  techniques.  None  of  the  reviewed  studies 
clearly  met  all  the  criteria  for  methodological  quality  formulated  in  Appendix  B  (see 
comments  in  Tables  3, 4,  and  5). 

The  reviewed  literature  is  limited  in  several  respects  and  subject  to  different  biases.  Studies  that 
compared  PET/ MRS/ MSI  to  other  diagnostic  techniques  did  not  randomize  the  order  of  test 
administration  (hence  they  may  be  subject  to  context  bias).  In  many  cases,  the  result  of  one  test  led 
to  the  decision  to  confirm  localization  and  lateralization  of  epileptic  foci  by  using  the  assessed  test 
(hence,  they  are  assumed  to  be  subject  to  work-up  bias). 

Another  shortcoming  is  the  lack  of  epidemiologic  information  in  the  published  studies 
conducted  to  assess  the  diagnostic  accuracy  of  the  reviewed  FDI  techniques.  Patient 
selection  and  eligibility  criteria  are  often  inadequately  described.  The  studies  generally 
enrolled  carefully  selected  patients  and  the  source  of  the  patient  cohort  was  not  clearly 
specified  (hence  they  may  be  subject  to  selection  bias)  Most  studies  included  relatively 
small  niunbers  of  patients  and  did  not  include  control  groups  (to  account  for  biologic 
variation  in  test  results  or  differential  diagnostic  with  other  conditions). 

Differences  between  the  results  from  the  reviewed  studies  may  be  influenced  by 
different  approaches  to  methodology  of  region  of  interest  (ROI)  placement,  different 
data  analysis  strategies,  and  by  different  reference  standard  methods  used  to  determine 
the  location  of  epileptogenic  foci.  For  example,  non-invasive  EEG,  invasive  EEG,  and 
post-surgical  outcome  ( also  defined  differently)  have  aU  been  used  for  reference 
purposes.  Performance  of  the  assessed  test  differed  from  one  study  to  another.  There 
were  differences  in  instruments  (with  different  spatial  resolutions),  methods  used  to 
reconstruct  the  images,  and  in  post-processing  methods.  Different  hardware  and 
software  were  used  for  data  analysis  and  co-registration  with  MRI.  When  findings  were 
visually  interpreted,  the  adequacy  of  blinding  (when  the  interpreters  were  bUnd  to  the 
other  methods)  was  not  analyzed  and  issues  of  inter-observer  variations  were  not 
addressed. 

The  reviewed  studies  tended  to  give  inadequate  details  about  what  happened  to 
patients  whose  FDI  results  did  not  accurately  reflect  their  disease  status.  Few  studies 
discussed  the  potential  or  actual  changes  in  treatment  that  resulted  from  incorporating 
the  assessed  FDI  technique  into  presurgical  evaluation  at  critical  decision  points. 

Patients  usually  underwent  surgical  treatment  primarily  on  the  basis  of  EEG 
lateralization  and  localization  of  the  seizure  focus.  The  assessed  FDI  technique  was 
usually  employed  to  confirm  the  EEG  findings,  in  conjunction  with  MRI  and  other  tests. 
Consequently,  the  intrinsic  value  of  the  FDI  method  for  the  assessment  of  seizures  and 
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influencing  patients  management  and  outcome  could  not  be  evaluated.  In  most  cases  it 
has  been  used  to  refine  information  already  available  from  other  functional  or  structural 
imaging  technologies.  The  assessed  FDI  method  has  been  used  as  a  complementary 
investigation  and  not  as  a  major  criterion  on  which  to  make  a  presurgical  decision. 

Overall,  the  reviewed  literature  includes  a  number  of  studies  on  technical  performance 
of  the  FDI  methods,  which  are  helpful  though  of  limited  quality.  Only  poor  quality 
evidence  is  available  on  the  influence  of  the  FDI  methods  on  patient  management  and 
eventual  outcomes. 

Cost  and  access  considerations 

In  principle,  issues  of  cost  and  access  are  important  for  all  FDI  technologies.  However, 
on  the  basis  of  the  information  obtained  from  the  literature  review,  only  PET  is  worth 
considering  in  terms  of  routine  health  services  in  Alberta  at  this  stage.  MRS,  fMRI  and 
MSI  remain  developmental  and  are  not  realistic  options  in  management  of  MRE  either  in 
Alberta  or  for  out  of  province  referral. 

There  is  a  general  lack  of  relevant  data  on  cost  and  access.  The  following  points  give 
indications  of  analyses  which  would  need  to  be  imdertaken. 

The  cost  of  a  PET  examination  in  Alberta  is  uncertain,  and  would  depend,  among  other 
things,  on  the  specifications  of  the  installation  that  was  put  in  place.  However,  on  the 
basis  of  information  on  charges  for  PET  services  in  other  countries,  the  cost  of  an 
examination  of  a  patient  with  MRE  using  the  technology  could  be  of  the  order  of  $2,000. 
The  available  literature  suggests  that  this  cost  would  be  additional  to  those  of  other 
diagnostic  imaging  methods  used  in  the  management  of  such  patients.  There  is  no 
indication  that  PET  would  be  able  to  replace  these  other  methods.  However,  there  is 
potential  to  replace  some  electrophysiology  investigations,  though  the  extent  of  such 
substitution  in  routine  care  is  stiU  unclear.  Overall,  there  would  be  the  expectation  of  a 
significant  increase  in  costs  of  investigations  for  this  category  of  patient. 

These  additional  costs  then  have  to  be  put  in  context.  Use  of  PET  in  this  application 
would  provide  additional  information  on  patients  with  MRE  who  present  particular 
difficulties  in  diagnosis  and  management.  If  the  additional  information  made  a 
substantial  difference  to  management  decisions  in  a  number  of  cases,  PET  could  be  a 
cost  saving  technology.  There  would  be  the  potential  for  more  accurate  localization  of 
epileptogenic  region  providing  an  additional  guide  to  siurgery  and  possibly  better 
patient  outcomes.  In  addition,  in  some  cases,  the  use  of  PET  might  provide  information 
to  rule  out  use  of  interventions  which  would  be  inappropriate.  Use  of  additional 
imaging  technology  has  the  potential  to  reduce  hospital  stay  for  this  patient  group. 

At  this  stage,  none  of  these  propositions  has  been  proved.  Projections  of  cost  for  MRI  in 
epilepsy  have  suggested  that  the  technology  has  provided  cost  savings.  (4)  Similar 
arguments  might  apply  for  PET,  where  applied  appropriately  to  a  patient  group  which 
is  at  a  particular  need,  but  the  case  still  needs  to  be  estabUshed.  The  impact  of  PET  on 
costs  and  outcomes  would  depend  on  availability  of  both  appropriate  patient  selection 


19 


criteria  and  of  effective  interventions.  No  data  are  available  at  this  stage  on  the  impact 
of  PET  on  overall  management  of  MRE  patients  or  on  their  eventual  health  status. 

Information  from  the  centres  in  Edmonton  and  Calgary  which  undertake  epilepsy 
surgery  suggests  that  perhaps  200  persons  per  year  are  evaluated  for  potential  surgery. 
About  two  tJiirds  of  these  would  have  TLE.  The  majority  of  TLE  cases  -  perhaps  70%  - 
could  be  managed  with  use  of  MRI,  and  FDI  methods  would  not  be  required.  About  40 
TLE  cases  per  year  might  therefore  benefit  from  FDI  investigations. 

MRI  would  not  be  helpful  for  the  remaining  70  patients  per  year  with  MRE.  In  these 
cases,  FDI  methods  might  have  a  role.  However,  the  information  available  for  this 
report  suggests  that  in  many  cases,  PET  cannot  locate  epileptogenic  sites  in  ETLE,  so  that 
its  value  in  this  application  remains  imcertain.  On  the  basis  of  the  current  caseload  in 
Calgary  and  Edmonton,  perhaps  50  cases  per  year  might  benefit  from  PET  examination. 
There  is  some  tmmet  demand  for  investigation  of  epilepsy  cases  (Javidan  and  Lee, 
personal  commimications)  so  that  the  number  of  MRE  cases  that  might  benefit  from  use 
of  PET  in  Alberta  could  perhaps  be  100  per  year. 

PET  is  expected  to  remain  a  scarce  resource  in  the  province  and  there  would 
imdoubtedly  be  competition  for  time  on  the  machine  between  users.  Availability  of  this 
examination  for  patients  with  MRE  would  depend  on  a  number  of  factors,  including  the 
scanning  protocol  used,  overall  patient  throughput,  hours  of  operation  of  the  facility, 
and  competition  for  instrument  time  from  other  clinical  and  research  areas. 

Discussion 

AU  FDI  methods  considered  in  this  report  offer  additional  information  to  that  available 
from  other  diagnostic  methods.  They  potentially  have  a  useful  place  in  routine  health 
care,  in  addition  to  their  established  roles  in  medical  research.  However,  even  after 
many  years  of  research  and  development,  that  potential  remains  unfulfilled.  For  the 
appUcation  considered  here,  management  of  epilepsy,  MRS,  fMRI  and  MEG  remain  in 
the  research  and  development  stage. 

The  situation  with  PET  seems  somewhat  different,  and  use  of  this  method  in  assessment 
of  appropriately  selected  patients  with  MRE  is  an  option  that  might  be  considered. 
There  is  evidence  that  PET  offers  advantages  over  other  imaging  methods  in  MRE  in 
terms  of  sensitivity  and  specificity.  Possibly,  use  of  PET  could  provide  benefits  in  a 
small  minority  of  patients  with  epilepsy  whose  management  presents  particular 
difficulty. 

However,  substantial  imcertainty  remains  regarding  the  use  of  PET  in  this  application. 
The  quality  of  the  available  evidence  on  its  performance  and  impact  is  Limited.  PET  has 
not  yet  been  shown  to  be  capable  of  replacing  invasive  EEC  methods,  and  there  is  Httie 
information  regarding  its  impact  on  patient  management  decisions  and  eventual 
outcome.  Economic  costs  and  benefits  of  the  method  in  the  context  of  Alberta  health 
care  are  unknown. 

It  is  suggested  that  any  use  of  PET  in  the  management  of  Alberta  patients  with  MRE 
shoiild  be  in  the  context  of  well  designed  studies  to  evaluate  cHnical  and  economic 
impact  of  the  technology. 
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Appendix  A  :  Methodology 


A  literature  search  for  articles  published  between  1993  and  November  1997  which  reported 
studies  on  human  subjects  was  conducted.  Sources  of  information  included  EMBASE, 
MEDLINE,  HealthSTAR  and  ECRI's  database.  The  Uterature  search  was  kept  updated 
during  the  review. 

The  words  'epilepsy',  'magnetic  resonance  imaging',  'tomography,  emission-computed', 
'positron  emission  tomography',  'nuclear  magnetic  resonance',  'magnetoencephalography', 
'diagnostic  imaging',  'economic  aspect'  were  used  as  subject  headings. 

Key  text  words  and  phrases  such  as  'functional  imaging',  'positron  emission  tomography', 
'PET',  'functional  magnetic  resonance  imaging',  'fimctional  MRI',  'FMRI',  'fxmctional  adjl 
(mri  or  magnetic  resonance  imaging)',  'magnetic  resonance  spectroscopy',  'MRS', 
'neurology',  'brain',  'cost  effective$',  'cost$',  economic$',  'costs  and  cost  analysis',  'clinical 
adj  1  (experiences  or  role$)',  'routine  adj  1  (use$  or  usage  or  applica$)'  were  used  alone  or  in 
combination  to  ensure  a  high  recall  rate  of  the  relevant  references. 

For  each  of  the  citations  considered,  the  abstract  was  read  (where  available)  and  articles 
were  excluded  if  they  were  outside  the  scope  of  the  review.  From  the  references  identified, 
a  selection  was  made  and  full  text  articles  that  met  the  following  criteria  were  retrieved: 

•  articles  reporting  results  of  prospective  controlled  trials  (randomized  and  non- 
randomized), prospective  and  retrospective  comparative  studies  (with  series  larger  than 
10  subjects)  in  which  the  accuracy  of  each  of  the  selected  fxmctional  diagnostic  imaging 
technologies  was  compared  with  that  of  the  gold  standard  used  to  diagnose  epilepsy 

•  review  articles  on  clinical  utilization,  clinical  indications,  advantages,  disadvantages, 
potential  side  effects,  cost-effectiveness  analysis  of  the  selected  functional  diagnostic 
imaging  technologies. 

Editorials,  letters,  case  reports  and  technical  reports  were  excluded  imless  they  provided 
pertinent  information  on  the  characteristics  of  the  assessed  techniques,  their  cost, 
advantages  and  limitations,  that  was  available  elsewhere. 

Further  relevant  articles  were  found  by  examination  of  the  reference  listed  in  the  retrieved 
papers.  Reports  published  before  1993  were  quoted  when  appropriate. 

The  methodological  quality  of  the  primary  studies  located  in  the  literature  search  was 
considered  in  terms  of  the  criteria  formulated  in  Appendix  B.  These  criteria  were 
formulated  having  regard  to  the  information  needed  to  confidently  evaluate  the  use  of  the 
selected  functional  diagnostic  imaging  technologies  in  terms  of  diagnostic  accuracy  and 
clinical  validity,  in  order  to  define  their  place  in  routine  diagnostic  use. 
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Appendix  B:  Quality  of  studies 


In  assessing  the  usefulness  of  the  studies  of  FDI  in  epilepsy,  there  seems  a  need  to  consider 
both  the  scope  of  the  trials  and  their  methodological  quality.  The  scope  relates  to  the  type  of 
classification  put  forward  by  Fineberg  et  al.  (31)  and  various  other  groups  and  might 
include: 

•  Technical  performance.  Was  the  FDI  method  known  or  shown  to  be  capable  of 
producing  acceptable  image  quality  and  achieving  other  performance  criteria? 

•  Diagnostic  accuracy.  Was  the  accuracy  of  the  diagnosis/ information  from  the  FDI 
method  compared  with  information  from  alternative  diagnostic  methods  for  the 
condition,  or  other  sources  of  data? 

•  Effect  on  ttie  management  decision.  Did  the  use  of  FDI  influence  the  decision  on 
whether  to  perform  the  reference  method  (invasive  EEG)?  Did  information  from  the  FDI 
exam  contribute  to  decisions  by  physicians  on  future  management  of  patients? 

•  Effect  on  health  outcomes.  Did  protocols  which  included  use  of  the  FDI  method  affect 
patient  outcomes  differently  than  other  approaches? 

Not  all  studies  of  diagnostic  technologies  will  include  each  of  these  dimensions,  but  in  each 
case  there  is  a  need  to  consider  methodological  quality  of  the  evaluation  imdertaken. 
Design  of  the  study,  inclusion  of  all  relevant  information  and  analysis  of  data  are  important 
considerations.  In  practice,  reports  on  FDI  and  other  diagnostic  information  frequently 
include  only  limited  information  on  a  number  of  areas.  Nevertheless,  consideration  of  the 
following  points  is  required: 

Study  design:  prospective/ retrospective;  controlled/ not  controlled;  randomized  or  not. 

Description  of  study  population:  subjects  and  controls  were  adequately  described  (number; 
sex;  age;  source  of  recruitment;  consecutive/ not  consecutive;  type,  severity,  history  of 
disease).  Inclusion  and  exclusion  criteria  adequately  described. 

Characteristics  of  the  assessed  diagnostic  method:  technical  factors  (relating  to  performance 
of  the  FDI  method  and  interpretation  of  its  findings)  that  can  be  source  of  bias  were 
adequately  described.  (Objective  criteria  for  presence  or  absence  of  disease  as  defined  by 
the  assessed  method;  type  of  equipment;  method  of  performing  the  test;  reproducibility  of 
results  obtained  by  the  assessed  method;  variation  in  interpretation  between  observers). 

Determination  of  diagnostic  accuracy  and  validity :  assessed  method  was  independently 
compared  with  a  reference  method;  bHnd  comparison  was  used  and  adequacy  of  blindness 
was  assessed;  statistics  on  analytical  performance  were  reported;  all  subjects  were  evaluated 
by  both  the  reference  method  and  the  assessed  method;  confidence  intervals  were  reported; 
assessment  of  whether  the  FDI  findings  influenced  the  decision  to  perform  the  reference 
method. 


22 


Influence  on  management:  the  role  of  the  assessed  FDI  method  was  determined  (e.g., 
additive  or  replacement  metliod);  there  was  determination  of  whether  decisions  about 
treatment  and  other  management  options  can  be  based  on  data  from  the  assessed  method. 

Influence  on  outcomes:  toUow-u-p  of  treated  and  imtreated  subjects,  including  those  in 
whom  the  assessed  method  did  not  provide  diagnostic  information;  clear  specification  of 
clinically  relevant  outcome  measures. 

Appendix  C:  Description  of  FDI  technologies 

The  following  notes  provide  brief  additional  details  of  FDI  technologies. 
Positron  emission  tomography 

PET  is  a  versatile  FDI  tool  capable  of  providing  dynamic  information  regarding  the 
biochemistry  and  physiology  of  the  brain.  It  tracks  the  activity  of  a  radio-isotope  injected 
into  the  body.  The  radio-isotope  emits  a  small  positively  charged  particle  (a  positron)  on 
decay  that  travels  only  few  millimeters  within  tissue  before  colliding  with  an  electron.  The 
collision  releases  energy  in  the  form  of  2  gamma  rays  or  annihilation  photons.  When  the 
gamma  rays  (which  exit  at  180  degrees  to  each  other)  strike  paired,  oppositely  placed, 
detectors  simultaneously,  they  register  as  a  coincident  event.  The  information  for  image 
reconstruction  is  accumulated  from  these  coincidences.  Several  paired  detectors  are  placed 
circumferentiaUy  to  capture  a  large  number  of  coincident  events. 

Computer  tomography  reconstruction  algorithms  are  used  to  generate  a  three  dimensional 
image  from  a  series  of  radiation  measurements  (which  represents  the  spatial  distribution  of 
the  tracer).  A  mathematical  model  is  used  to  convert  the  PET  scan  image  into  quantitative 
information.  The  model  uses  assumptions  and  metabolic  models  about  the  biochemical 
properties  of  the  administered  radio-pharmaceutical,  the  compound  that  incorporates  the 
radio-isotope.  In  most  PET  applicatioris,  the  radio-pharmaceutical  and  is  biologically  active 
in  the  body.  Information  provided  by  PET  may  be  overlaid  or  imprinted  onto  MRI  for 
improved  anatomical  localization  of  the  detected  activity. 

PET  is  a  nuclear  medicine  method  that  utilizes  radio-pharmaceuticals  with  relatively  short 
half-Hves  (minutes  to  hours).  The  type  of  information  obtained  with  PET  depends  mostly 
on  the  radio-pharmaceutical  used.  Research  and  clinical  work  utilize  radio-isotopes  of 
carbon,  oxygen,  nitrogen  and  fluorine.  CHnicaUy  useful  paradigms  include  the 
measurement  of  cerebral  blood  flow,  blood  oxygenation,  receptor  binding  and  glucose 
metabohc  rates. 

MRS/MRSl 

MRS  has  been  developed  as  a  direct  medical  application  of  nuclear  magnetic  resonance 
spctroscopy  which  has  been  used  in  chemistry  and  biochemistry  for  many  years.  It  can 
determine,  non-invasively,  the  presence  and  relative  quantities  of  various  compounds  in 
tissue  using  an  MRI  system.  (20;21;81) 
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MRS  exploits  the  principle  that,  when  placed  in  a  magnetic  field,  chemically  distinct  nuclei 
in  a  compound  resonate  at  a  slightly  different  frequency.  The  resonance  depends  on  the 
strength  of  the  applied  magnetic  field  and  on  the  local  magnetic  environment  in  the 
molecule  created  by  the  surrounding  electron  cloud.  In  a  group  of  resonating  nuclei,  small 
differences  in  resonance  frequencies  (called  chemical  shifts)  can  be  detected  depending  on 
the  position  of  the  nuclei  in  a  specific  molecule.  This  information  is  usually  displayed  in  the 
form  of  a  graph  or  spectrum  in  which  signal  intensity  is  plotted  against  frequency  and  in 
which  area  under  the  trace  indicates  the  signal  amplitude  at  that  frequency.  Peaks 
corresponding  to  specific  molecules  can  be  differentiated  and  the  quantity  of  particular 
chemical  components  can  be  estimated  by  measuring  the  area  under  the  spectral  peak  for 
each  compotmd.  (20;26;59) 

Non-invasive  in  vivo  MRS  studies  in  humans  have  been  carried  out  with  nuclei  that  have 
high  natural  abundance  and  are  present  in  large  amounts  in  biologic  structures  of  clinical 
importance.  The  most  commonly  used  spectra  are  those  of  hydrogen  (IH)  and  phosphorus 
(31P).  (20;26;59) 

In  general,  MRS  is  considered  to  be  a  safe  diagnostic  procedure.  However,  hazard  from 
ferromagnet  implants  (e.g.  cHps,  protheses,  pacemakers)  is  increased  at  magnetic  fields 
hight  than  1.5  Tesla  and  it  has  been  recommented  that  MRS  examination  is  avoided  during 
the  first  trimester  of  pregnancy.  (20) 

Close  attention  to  quality  control  of  all  apsects  of  MRS  methods  has  been  recommended. 
The  potential  risk  of  introducing  artifacts  and  errors  is  high  at  many  points  in  the  procedure 
and  they  may  not  be  detected.  Recently,  the  European  Community  has  developed  at 
protocol  for  quaUty  control  of  MRS  studies.  (10;20) 

MRSI  studies  are  comre  complex  than  MRI  studies  (requiring  additional  software  and 
somethimes  hardware)  and  they  have  been  performed  by  physicists,  biochemists  and 
physicians  with  specific  training  rather  than  by  technologists.  (10;20)  Time  and  space 
resolution  remain  major  limiting  factors  for  MRS.  The  resolution  of  the  voxels  (spatial 
resolution )  is  Umited  by  the  desired  signal-to-noise  ratio,  the  tissue  concentration  of  the 
metabolites  of  interest  and  the  amount  of  available  scan  time  (a  patient  cannot  be  kept  in  the 
MRI  system  long  enough  to  perform  all  the  different  measurements).  (81)  A  standard  MRS 
takes  from  30  minutes  to  2  hours.  (20;26) 

Functional  MRI 

Functional  MRI  defines  a  class  of  non-invasive  or  minimally  invasive  MRI-based  techniques. 
In  these,  the  use  of  special  scarming  sequences  and,  in  some  cases,  the  utilization  of  contrast 
media,  sensitizes  image  acquisition  to  the  local  metabolic  and  hemodynamic  changes  that 
occur  when  the  brain  is  activated  or  stimulated  by  various  tasks  or  by  cognitive  processes. 

Based  on  the  assumption  that  neuronal  activation  is  closely  coupled  with  local 
hemodynamic  and  metabolic  changes,  functional  MRI  evaluations  use  difference  images  of 
the  stimulated  and  non-stimulated  brain  to  visualize  MRI  signal  differences  between  two 
acquisitions  obtained  during  different  neurologically  active  conditions.  The  analysis 
approach  conmionly  used  compares  baseline  or  non-stimulated  states  with  activity  during 
the  performance  of  sensory  or  cognitive  tasks.  For  example,  sensory  stimuli  are  processed. 
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motor  functions  are  performed,  sensory  experiences  or  motor  activities  are  imaged,  and 
cognitive  tasks  are  executed.  Alternatively,  a  comparison  may  also  be  made  between  two 
tasks  where  it  is  reasonably  certain  that  the  loci  of  activation  do  not  overlap.  (83)  The 
resulting  image  provides  an  anatomical  image  of  the  brain  as  well  as  the  functional  location 
of  cortical  activity  associated  with  the  stimulated  state. 

Initial  functional  MRI  studies  of  the  activated  brain  used  bolus  injections  of  paramagnetic 
contrast  agents,  usually  of  gadolinium  diethyenetriamine  penta-acetic  acid  (Gd-DTPA). 
These  studies  measured  changes  related  to  cerebral  blood  volume  and/  or  cerebral  blood 
flow  based  on  signal  changes  following  contrast  agent  injections.  A  drawback  of  this 
technique  is  that  the  bolus  of  contrast  agent  must  be  injected  for  each  task  and  repetitive 
studies  on  a  single  subject  are  precluded. 

Fxmctional  MRI  also  permits  visualization  of  activated  brain  regions  in  a  non-invasive 
fashion  (without  injection  of  contrast  agents).  The  most  common  non-invasive  approach  for 
brain  activation  studies,  the  ''blood  oxygen  level  dependent"  (BOLD)  technique,  uses  blood 
as  an  endogenous  contrast  agent  and  detects  changes  in  blood  oxygenation  corresponding 
to  changes  in  regional  cerebral  blood  voltmie  and  flow.  Image  intensity  can  become  darker 
if  there  is  more  deoxygenated  blood  and  brighter  if  more  oxygenated  blood  enters  the  brain. 
Another  non-invasive  functional  MRI  technique,  the  in-flow  method,  is  available  but  has 
been  less  used  than  BOLD  technique. 

The  BOLD  method  provides  an  indirect  measure  of  local  brain  activation.  The  technique 
has  been  reported  to  detect  changes  in  local  oxygenation  (oxyhemoglobin  to 
deoxyhemoglobin  ratio)  caused  by  metabolic  (oxygen  utilization)  and  hemodynamic  (tissue 
perfusion)  responses  to  a  perturbation.  Blood  oxygenation  changes  can  be  imaged 
continuously  while  fxmctional  centres  are  being  stimulated.  (1;75)  However,  these 
responses  represent  a  relatively  indirect  correlate  of  the  neuronal  activity,  and  it  is  yet 
unclear  how  the  observed  changes  are  related  to  the  neuronal  activity  of  interest.  (6;41;81) 

The  BOLD  method  has  primarily  been  used  in  scanners  with  high  field  magnets  (1.5  to  4.0 
T)  which  provide  a  better  signal-to-noice  ratio  (extremely  small  ampHtude  of  the  signal 
change).  (1;18;48;56;58;61;62;75;83)  Specialized  gradient  head-only  coll  and  radio-frequency 
surface  colls  have  been  produced  and  used  to  improve  the  signal-to-noise  ratio  and  increase 
multslice  echo-planar  capabilities.  (58) 

As  changes  in  signal  intensity  related  to  changes  in  blood  flow  during  brain  activation  are 
very  small,  measurements  depend  use  of  on  algorithms  which  make  it  possible  to 
distinguish  between  the  signal  associated  with  the  mental  task  and  the  resting  or  control 
pattern.  Different  methods  have  been  used  in  centres  studying  functional  MRI.  Simple 
subtraction  between  activated  and  baseHne  images  can  be  used  but  remains  sensitive  to 
motion  artifacts.  Other  approaches,  such  as  correlation  analysis,  principal  component,  and 
Fourier  analysis  have  been  used  to  semiquantitate  signal  changes.  Also,  various  processing 
strategies,  such  as  gradient  recalled  (GRE)  images,  echo-planar  imaging  (EPI),  and  other  fast 
scanning  techniques  have  been  developed  and  used  to  acquire  or  generate  BOLD  fimctional 
MRI  signals  on  scanners  with  different  field  strengths.  (1;56;58;61;75;83) 
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According  to  the  reviewed  literature,  with  the  BOLD  method  there  is  sensitivity  not  only  to 
local  blood  oxygen  level  but  also  to  in-flow  effects,  large  vessels  and  motion  artifacts.  There 
is  concern  that  all  these  may  produce  errors  in  localizing  the  centre  of  the  functional  blood 
flow  response.  (1;6;18;41;48;56;61;62;75;105)  EPI  has  been  advocated  in  order  to  overcome 
some  of  these  problems.  (1;62)  However,  this  technique  is  expensive  and  not  widely 
available.  Although  it  may  be  much  faster  than  conventional  imaging,  its  spatial  resolution 
is  worse.  (6)  Also,  interimage  motion  artifacts  are  a  serious  problem  for  functional  MRI 
using  EPI.  (56;62) 

Various  approaches  have  been  taken  to  minimize  motion  artifacts.  Physical  restraints 
including  such  devices  as  bite  bars,  face  masks  and  vacuum-pack  head  molds  have  been 
developed  and  used  to  reduce  head  motion  artifacts.  (18;62)  Difference  noise  reduction 
algorithms  are  being  developed  to  reduce  signal  fluctuations  from  physiologic  processes 
such  as  cardiac  pulsations,  respiration  and  cerebral  pulsation  that  may  be  incorrectly 
interpreted  as  fimctional  activation.  (58;62) 

As  with  other  MR  methods,  patients  with  pacemakers  and  magnetic  implants  must  be 
excluded.  (61) 

As  information  concerning  potential  confounding  factors  (e.g.  effects  of  large  vessels  and 
stimulus-correlated  motion)  is  acquired  with  fimctional  MRI,  there  have  been  speculations 
that  similar  difficulties  may  apply  to  PET.  (1) 

The  hemodynamic  response  time  (the  physiological  time  course  of  the  cerebral  blook  flow 
change  following  functional  activation)  limits  the  temporal  resolution  of  functional  MRI. 

(1;48) 

MEG/MSI 

MEG  is  a  complex  non-invasive  technique  that  measures  extremely  weak  neuro-magnetic 
fields  (about  one-bilUonth  the  strength  of  the  earth's  magnetic  field)  outside  the  head  by 
means  of  super-conducting  sensors.  Super-conducting  gradiometer  coils  detect  the 
magnetic  fields  and  their  induced  signals  are  then  amplified  by  super-conducting  quantum 
interference  devices  (SQUIDs).  These  detectors  are  maintained  in  an  superconducting  state 
by  immersion  in  liquid  helium  contained  in  a  thermally  insulated  cryogenic  container. 

MEG  technique  attempts  to  detect,  measure,  record  and  analyze  the  extra-cranial  magnetic 
fields  induced  by  the  electrical  activity  of  the  brain.  The  basic  idea  is  to  identify  the  intra- 
cranial currents  by  measuring  their  induced  magnetic  fields  outside  the  head  and  to  thereby 
localize  areas  of  neuronal  activity  in  their  temporal  development. 

The  raw  data  are  filtered  and  subjected  to  mathematical  modeling  to  estimate  the  location, 
strength  and  orientation  of  the  current  sources  in  the  brain  associated  with  the  magnetic 
fields.  (93)  Initial  recordings  superficially  resemble  the  EEG  findings.  Further  processing 
gives  a  topographical  map  of  the  brain  showing  the  distribution  and  time  evolution  of  the 
located  current  sources. 
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MEG  systems  have  evolved  from  single  channel  instruments  to  large  arrays  instruments 
offering  full-head  coverage  with  64  to  150  channels.  The  technologyuses  sophisticated 
operating  and  data  processing  equipment  and  it  is  usually  combined  with  MRI  to  portray 
the  spatial  distribution  of  the  sources  of  the  measured  magnetic  fields  relative  to  anatomy 
(this  combined  approach  is  called  magnetic  source  imaging  or  MSI). 

Sources  of  MEG  source  localization  error  include  probe  prosition  errors,  envirorunental  and 
instrument  noise  and  mathematical  modeling  errors.  (37;67;87)  The  reported  localization 
error  is  less  than  1  cm.  (6;67) 

Magnetic  or  electrical  objects  such  as  some  dental  work,  steel  surgical  clips,  pacemakers  or 
other  implants  may  introduce  magnetic  artifacts  siifficient  to  interfere  with  the  MEG. 

(28;37;67;86) 

The  limitations  of  this  method  include  its  high  cost,  the  requirement  of  the  magnetically 
shielded  room  and  slowness  of  data  acqxiisition.  (5;87;103;107)  The  MEG  examination  time 
varies  according  to  the  sensor  array  size  (number  of  channels)  and  type  of  mapping 
paradigm.  (67;87)  Although  recording  time  has  improved  with  the  new  multichannel 
whole-head  systems  (122-channel  or  more),  the  typical  MEG  examination  is  complex  and 
requires  about  1-2  hours.  (5;87) 

The  MEG  method  of  current  source  localization  is  based  on  the  solution  of  the  inverse 
problem.  That  is  how  to  determine  internal  sources  on  the  basis  of  measurements 
performed  outside  the  head.  Since  there  are  many  potential  combinations  of  sources  which 
could  produce  any  observed  magnetic  field  pattern  some  assumptioris  must  be  made  about 
the  source.  Calculation  of  the  dipole  (the  signal  generator)  locations  requires  several 
physiological  constraints  or  additional  information.  (6;28;37;38;43;64;81;86)  The  active  brain 
areas,  generating  the  signal,  are  modeled  as  current  dipoles,  which  are  assumed  to  be 
situated  in  a  sphere  of  homogenous  activity. 

The  most  commonly  used  model  is  the  single  equivalent  current  dipole  (SECD).  However, 
it  is  generally  accepted  that  SECD  is  a  crude  approximation  of  the  underljdng  activity. 
(28;37;49;51;86)  In  many  cases  the  MEG  data  cannot  be  accurately  explained  by  a  single 
current  source  (the  larger  the  source  the  more  the  SECD  may  depart  from  the  physical 
reaHty,  increasing  the  possibility  of  error;  it  does  not  account  for  multiple  active  neuronal 
sources.)  (37;42;49;76;85)  More  general  approaches  including  multiple  current  dipole 
models  and  distributed  current  souce  models  have  been  proposed  as  alternatives  to  SECD. 
(37;49;64;85;86;93) 

MEG  is  preferentially  sensitive  to  superficial  electrical  currents  tangential  to  the  skuU.  This 
makes  the  computational  analysis  simpler  but  makes  MEG  ''blind''  to  deep  and  radial 
current  sources.  (15;37;42;51;64;70;71;87;89;90;96)  Therefore  the  exact  location  of  tiie  current 
sources  requires  additional  iriformation  from  another  brain  imaging  technique.  (76;96) 
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Appendix  D:  Studies  of  FDi  methods  in  management  of 
epilepsy 


Table  Abbreviations 

IHMRS/ 

proton  MRS/ MRSI 

MSI 

MRSI 

MRI 

magnetic  resonance  spectroscopy 

MTS 

AM 

amygdala 

NAA 

AMT 

anteromesial  temporal 

NSS 

AI 

Asymmetry  index 

PET 

BTE 

bitemporal  epilepsy 

PPV 

Cho 

choline 

pt(s) 

CI 

confidence  interval 

rCGR 

CPS 

complex  partial  seizures 

rCMRglu 

Cr 

creatine 

rCP 

ECD 

equivalent  current  dipole 

l\r 

ECoG 

electrocorticoeraphy 

ROI 

EEC 

electroencephalography 

Se 

ETLE 

extra  temporal  lobe  epilepsy 

SEEG 

EZ 

epileptogenic  zone 

Sp 

F 

females 

SPECT 

Fmri 

functional  MRI 

SS 

HA 

hippocampal  atrophy 

TH 

HF 

hippocampal  formation 

TL 

HS 

hippocampal  sclerosis 

TLE 

lEEG 

invasive  EEG 

VEEG 

M 

males 

VOI 

MEG 

magnetoencephalography 

XTM 

MI-CPS 

medically  intractable  complex 
partial  seizure(s) 

y 

MRE 

■mpHipallv  x(^iT7\c^c\x\T  pnilp'D^x/' 
j.xLc^-ti.v_cijj.y  ic.xj.civ-L\-'x  y  CL'jj.cL'oy 

MRI 

magnetic  resonance  imaging 

MRP/ 

MRI  volumetry 

MRS 

magnetic  resonance  spectroscopy 

MRSI 

magnetic  resonance  spectroscopy 
imaging 

MRTLE 

medically  refractory  temporal  lobe 
epilepsy 

magnetic  source  imaging 

mesial  temporal  sclerosis 

N-acetyl-aspartate 

not  statistically  sigruficant 

positron  emission  tomography 

positive  predictive  value 

patient(s) 

regional  cerebral  glucose  rate 

regional  cerebral  metabolic  rate  for  gli 

regional  cerebral  perfusion 

radio  frequency(ies) 

region  of  interest 

sensitivity 

stereo  EEG 

specificity 

single  photon  emission  computed 

tomography 

statistically  significant 

temporal  hypometabolism 

temporal  lobe 

temporal  lobe  epilepsy 

video-  electroencephalography 

volume  of  interest 

extra  mesial 

year(s) 
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